/; \,,,,7 MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
VSt %{{.\ STATE PUBLIC HEALTH LABORATORY
hg BREATH ALCOHOL PROGRAM

INTOX DMT MAINTENANCE REPORT RECEIVED ,
Comgplete this report at the time of the regular monthly preventive maintenance chu{By Carol Day at 11:42 am, Nov 17: 2015

Complete this report whenever the instrument is serviced or repaired and whenever s placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS,

IMTOX CWT SN NAME OF AGEMCY DATE OF INSPECTICH
500124 Missouri State Highway Patrol 11/09/2015
LOCATICM OF [FHSTRUNMENT (STREET ANDCITY) X THIE OF INSPECTION

Audrain Co 50, 1100 Litlleby Rd., Mexico 20:27:46

CHECKLUIST: Place a mark in the box by each item if found to ba satisfactory or is operating within established fimits. {Wiite in observed
values where determined), Unmarked itemns must be corrected before using instrument.

i DIAGNOSTIC RECORD

DATE AND TIME _11/09/2015 20:27:48 DETECTOR

PROGRAM Kl FILYER 1

#]l SAMPLE CHAMBER_48.8°C FILTER 2

Kl BREATH TUBE 45.6°C FILTER 3

PUMP INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS

[] SIMULATOR STANDARD Kl COMPRESSED ETHANOL-GAS MIXTURE
i} STANDARD SUPPLIER_INTOXIMETERS LOT #__AG516801 EXP. DATE _06/17/2017
[J SIMULATOR TEMP (34°C £ 0.2°C) !S%MULATOR SN SIMULATOR EXP DATE

] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard. All three tests must be within £5% of the standard value and must have a spread

of .005 of less. Mark the box corresponding to the standard being used,
K] 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

O 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

[J 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.097 TEST 2. 0.097 TEST 3: 0.097

FERFORMRF.L. TEST

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANCE REPORT:

REFUSALS: § 0-04:0 .05-09:0 A0-.14: 0 A6-191 0 OVER 18: ¢

LIST ATl MEVW PARTS AND DESCRIGE ALY ALTERATICN CR MOCDIFICATION THAT WAS MAOE TO RESTORE THE IISTRUMENT TO OPERATE SATISFACTORLY AND WITHIH
ESTABUSHED UMAS {USE OTHER SIDE IF NECESSARY)

Instrument meets all MSHP/OOHSS specs

SIGNATURE __7 i ] ) PRINT FULLHAVE
TN DOUGLAS B MCPIKE
P oy / il .
TYPR 4 PERMIT HUMBER EXFIRATICH DATE TELEPHCME HUNBER
240209 04/30/2016 573-751-1000

RETURN COMPLETED REPORT TO THE Breath Alcohol Pregram, MO Depanment of Hezith and Senior Services
Southeast Distrct Office
2375 James Bivd, Poclar Bluif, MO 83901
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Airgas USA LLC (LAB)
3500 Bemard Slreet

St. Louis, Mo, 63103
Ph: (314) 533-3100
Fax: (314) 533-7328

Certificate of Analysis

Customer Name Test Bate:  17-Jun-2015

intoximeters, Inc.
2081 Craig Road
St, Louis, Mo 63146

Lot # AG516801

Exp. Date Cyl. Type Component Certified Concentration
17-Jun-2017 108 Ethanol 0.100 £ 2% BrAC (260 ppm}
Nitrogen Balance

Certification Traceable to N.L.S.T. RGM Ethanol Standards:

Serial No. Concentration Serial No. Concentration
EB0010581 391.8 ppm EB0610603 392.5 ppm
EBO010570 259.8 ppm EB0010559 258.9 ppm
EB0010285 209.0 ppm EB0010595 208.8 ppm
EB0O010561 103.7 ppm EB0010562 104.9 ppm
EB0010681 52,22 ppm EB0010579 52,94 ppm
Aunalytical Method: NDIR

Digitally signed by Cuatity Control

Date: 7015.06.17 15:18:11 -05.00
Reason: Ory gos slandard centification of analysis
Location: Aitgos USALLG (Lab) Ana!yst'

Rod Marsala

ISO 17025:2005 A2LA accredited. Certificate Number 258%.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il

DOUGLAS B MCPIKE

is hereby authorized fo instruct and supervise operators, train Instructers, Inspect, calibrate, perlorm field service and repalrs,

and operate the following breath analyzer(s):
INTOX DMT

for the determination of the alcoholic conlent of blcod from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306. 111 through 306,119 RSMo.

>
[/\)5 L ci.__,..,___
DIRECTOR OF STATE PUBLIC HEALTH LARQRATORY

240209
NUMBER NAPR'AN) m(Mij

EXPIRES 4/30/2016 e

DATE 4/30/2(114

DIRECTOR OF DEPARTMENT OF HEALTH AND SENIDR SERVICES
MO s85-0774 (6183 LARA (R6-10)

DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOROL PROGRARM

a*'tr INSTRUMENT OPERATOR CARD

The namad cardhoigor is authonzed 10 operste an svidential breath alcahol
instrumenr far the dalermination of the aizahosc oconfeal ia brealh feim of eagired ai

R

Oporalor  MCPIKE, DOUGLAS
Parptit Ho 240209
Date lssued 4/30/2014  Date Expiros 4133/2016

.g,§> STATE OF MISSOUR!
el




